
MEMORIAL MEDICAL 
CENTER  

     Memo 
   

Thank you for the opportunity to comment on the FDA draft guidance: Hospital Bed System 
Dimensional Guidance to Reduce Entrapment.  
  
We understand and appreciate the intention of this document, to minimize the potential of patient 
entrapment in a hospital bed. But we feel that the introduction statement1[3] and Appendix F will focus 
attention on proactive testing of existing beds with little or no actual risk reduction.   
  
As written, this guidance will create an expectation of hospitals and long term care facilities inspecting 
all of their existing (legacy) hospital beds for compliance with these dimensional limitations. Our 
understanding is that pilot testing of existing beds has revealed that most if not all existing beds will not 
meet these dimensional limitations.  The dimensional guidance has value to existing beds if it is clearly 
stated that the primary focus must first be clinical assessment of the patient physical condition to 
establish that they are vulnerable to the risk of bed entrapment. At that point, the focus of the clinical 
and support staff should be the assessment of the hospital bed system with a clear plan for addition or 
modification of that system to meet that specific patient’s needs. 
  
I suggest modification to the language in this draft document to clearly identify existing (legacy) beds 
are not inherently “unsafe” even though they do not meet the new dimensional limits established in this 
document. The focus on dimensional limits must be on new beds manufactured after the 
implementation of this document. The focus on legacy equipment is patient assessment first, with 
risk mitigation efforts based on meeting that patient’s need. 
  
Thank you 
Richard Rybicki 
Memorial Medical Center of West Michigan 
1 Atkinson Drive  
Ludington, Mich 49431  
231-845-2345  
231-845-3624(fax)  
rickr@mmcwm.com
1[3]  “...the FDA believes the risk of entrapment can be reduced through the development of new 
hospital bed or rail design configurations and the assessment and modification of existing (legacy) 
hospital bed systems”. 
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